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SYSTEMS AND METHODS FOR
MONITORING THE CIRCULATORY SYSTEM

RELATED DOCUMENTS

This patent document is a divisional under 35 U.S.C. §120
of U.S. patent application Ser. No. 13/982,185 filed on Jul. 26,
2013 (U.S. Pat. No. 9,011,346), which is the national stage
filing under 35 U.S.C. §371 of International Application No.
PCT/US2012/022664 (WO 2012/103296 A2) filed on Jan.
26,2012, which claims the benefitunder 35 U.S.C. §119(e) of
U.S. Provisional Patent Application Ser. No. 61/436,740 filed
on Jan. 27, 2011, and entitled “Systems and Methods for
Assessment of Arterial Stiffness and Management of Hyper-
tension;” and to U.S. Provisional Patent Application Ser. No.
61/475,887 filed on Apr. 15,2011, and entitled “Systems and
Methods for Monitoring the Circulatory System;” U.S. patent
application Ser. No. 13/982,185 also relates to U.S. patent
application Ser. No. 12/579,264 filed on Oct. 14, 2009 (U.S.
Pat. No. 8,870,780), and entitled “Systems and Methods for
Monitoring Heart Function;” which claims the benefit of U.S.
Provisional Patent Application No. 61/105,696 filed on Oct.
15, 2008, which included five appendices (A through E) that
provide example and experimental results for use with vari-
ous embodiments of the present disclosure. These applica-
tions and documents, and to the extent that these documents
cite various references, are fully incorporated herein by ref-
erence.

OVERVIEW

This disclosure relates generally to monitoring of circula-
tory function, and in specific instances, to systems and meth-
ods for detection of arterial stiffening and central arterial
blood pressure.

Hypertension is, overall, the major contributor to the risks
of cardiovascular disease (CVD), attributable to 54% of
stroke and 47% of ischemic heart disease (IHD) cases world-
wide. In the United States alone, hypertension affects well
over one-quarter of the population primarily as a consequence
of the population becoming older and more obese. Proper
management of hypertension can lower CVD risk signifi-
cantly. However, the underlying causes of chronically
elevated blood pressure are many, with limited number of
tests available to diagnose and monitor hypertensive change.

Another circulatory problem associated with hypertension
and CVD risk is arterial aging, which is a hardening of the
arterial wall and is considered a primary cause of a host of
cardiovascular disorders and complications, including
increased blood pressure, left ventricular hypertrophy, myo-
cardial infarction, stroke and renal failure.

SUMMARY

The present disclosure is directed to systems, methods and
approaches for monitoring of vascular stiffness and central
blood pressure. The present disclosure is exemplified in a
number of implementations and applications including those
presented below, which are commensurate with certain
claims included with this patent document.

Embodiments of the present disclosure are directed
towards the use of ballistocardiography, impedance cardiog-
raphy, photoplethysmography, and peripheral blood pressure
measurements to measure arterial aging (vascular stiftness)
and central arterial blood pressure. Arterial aging is a hard-
ening of the arterial wall and is considered a primary cause of
a host of cardiovascular disorders and complications, includ-
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ing increased blood pressure, left ventricular hypertrophy,
myocardial infarction, stroke and renal failure. Various
embodiments of the present disclosure recognize that aortic
stiffness and thickening of the arterial walls (atherosclerosis)
appear closely related.

Aspects of the present disclosure are also directed toward
measuring, at a single location (e.g., the feet, using a modified
bathroom scale), multiple signals that each have their origin at
two different locations in the body. This can be particularly
useful for determining arterial stifthess. For instance, one
signal can originate at the aortic arch for the ballistocardio-
gram, and one signal can originate at the feet for the foot
photoplethysmogram (PPG). This aspect can facilitate the
measurement of the relative timings ofthese two signals (e.g.,
to compute arterial pulse wave velocity), since, for example,
there is no need to accurately place highly-sensitive probes at
multiple locations on the body. Such aspects can also be
useful for improved reproducibility of pulse wave velocity
measurements, e.g., due to the sensor types and their arrange-
ments for self-measurement.

According to an example embodiment, a system acquires
BCG (ballistocardiogram) data from a user. The system
includes a BCG capture device, a secondary sensor and a
processor circuit. The BCG capture device includes a heart
and vascular characteristic sensor that captures, from the user,
a BCG signal indicative of at least one of physical movement
and mechanical output of the user’s proximal aorta. The sec-
ondary sensor detects the blood pressure pulse travel time at
the user’s feet, to determine a characteristic of the user’s
distal arterial stiffness, and then provides an output charac-
terizing the detected indication. The processor circuit uses the
sensor outputs to determine best estimates of the user’s over-
all circulatory function and to generate an output result
indicative of a user’s arterial condition.

Consistent with another example embodiment of the
present disclosure, a system acquires BCG (ballistocardio-
gram) data from a user. The system includes a BCG capture
device, a plurality of secondary sensors and a processor cir-
cuit. The BCG capture device includes a heart and vascular
characteristic sensor that captures, from the user, a BCG
signal indicative of at least one of physical movement and
mechanical output of the user’s proximal aorta. The second-
ary sensors detects the blood pressure pulse travel time at the
user’s feet and hands, to determine differential characteristics
of the user’s arterial stiffness along different branches, and
then provides an output characterizing the detected indica-
tions. The processor circuit uses the sensor outputs to deter-
mine best estimates of the user’s overall circulatory function
along different arterial branches and also estimates arterial
stiffness of intermediate segments to generate an output result
indicative of a user’s arterial condition.

Consistent with another example embodiment of the
present disclosure, a system acquires impedance cardiogram
(ICG) data from a user. The system includes an ICG capture
device, a secondary sensor and a processor circuit. The ICG
capture device includes a sensor that captures, from the user,
an ICG signal indicative of at least one of physical movement
and mechanical output of the user’s proximal aorta. The sec-
ondary sensor detects the blood pressure pulse travel time at
the user’s feet, to determine a characteristic of the user’s
distal arterial stiffness, and then provides an output charac-
terizing the detected indication. The processor circuit uses the
sensor outputs to determine best estimates of the user’s over-
all circulatory function and to generate an output result
indicative of a user’s arterial condition.

Consistent with another example embodiment of the
present disclosure, a system/method provides ballistocardio-
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gram (BCG) measurements (e.g., in real-time) from a user
standing on a BCG capture device. A force sensor is arranged
to capture a signal indicative of the physical movement and/or
mechanical output of the heart of the user while the user is
standing on the device. A second specific sensor type (e.g.,
ECG, accelerometer, geophone, displacement, electromyo-
gram or video imaging device) provides additional informa-
tion about the captured signal, which may be indicative of
noise and/or interference present in the BCG measurement, or
of other characteristics of the user. A processor uses the
second sensor signal to process the captured signal, such as to
filter or gate (e.g., weight or eliminate aspects of) a captured
BCG recording, and provide user diagnostics.

In some implementations, a captured BCG recording is
gated to a weight-derived motion signal or eliminate seg-
ments of the recording that contain higher than usable noise or
interference levels (e.g., for averaging algorithms). For
example, regions of higher noise can be given proportionally
lower weighting in weighted ensemble averaging algorithms,
such as maximum likelihood averaging.

Aspects of the present disclosure are directed towards
detection of motion artifacts in BCG signals using a second-
ary sensor. In some situations, motion of a patient leads to an
unacceptable number of noisy segments in the BCG. The
BCG force signal level is on the order of a few Newtons in
magnitude. Body movement can easily introduce noise arti-
facts of similar magnitude and orders greater. Noise on the
order of the BCG signal level can be difficult to detect from
the BCG signal alone.

Another example embodiment is directed to a system for
providing BCG (ballistocardiogram) data from a user. The
system includes a BCG capture device, a secondary sensor
and a processor circuit. The BCG capture device includes a
heart-characteristic sensor that captures, from the user, a
BCG signal indicative of at least one of physical movement
and mechanical output of the user’s heart. The secondary
sensor detects an indication of at least one of noise source
present in the BCG signal and a physiologic characteristic of
the user (e.g., a heart characteristic and/or a noise-based
characteristic), and provides an output characterizing the
detected indication. The processor circuit uses the secondary
sensor output to process the captured BCG signal and gener-
ate an output BCG signal indicative of a condition of the
user’s heart.

Aspects of the present disclosure are also directed toward a
system for quantifying blood pressure differences between
the brachial artery and aorta. The system includes a BCG
capture device, a secondary PPG sensor at a point along the
arm (e.g. brachial, radial, or finger), and another PPG sensor
at a point distal of the descending aorta (e.g. the feet). The
system uses the vascular stiffness measurements along the
arterial track to determine the brachial and central pressure
differences. The system includes a device (e.g. an automated
brachial blood pressure cuff, ambulatory blood pressure
monitor, finger sphygmomanometer, etc.) to measure periph-
eral blood pressure. The central aortic blood pressure is then
determined, using the peripheral blood pressure measure-
ment in conjunction with the arterial stiffness measurements
from the system.

The above summary of the present disclosure is not
intended to describe each illustrated embodiment or every
implementation of the present disclosure.

BRIEF DESCRIPTION OF THE FIGURES

The disclosure may be more completely understood in
consideration of the detailed description of various embodi-
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ments of the disclosure that follows in connection with the
accompanying drawings, in which:

FIG. 1A depicts a diagram of a weighing scale (e.g., bath-
room scale) that can capture ballistocardiographic (BCG) and
photoplethysmographic (PPG) signals, consistent with
embodiments of the present disclosure;

FIG. 1B depicts a diagram of a weighing scale (e.g., bath-
room scale) that includes a finger PPG sensor to acquire an
additional timepoint T3, consistent with embodiments of the
present disclosure;

FIG. 2 illustrates an algorithm for deriving intermediate
arterial stiffness values from the combined central+peripheral
measurements of BCG and foot PPG, utilizing a finger PPG
signal, consistent with embodiments of the present disclo-
sure;

FIG. 3 shows a circuit for acquiring BCG signals from a
commercial weighing scale, consistent with another example
embodiment of the present disclosure;

FIG. 4 depicts a diagram of a hand-to-hand impedance
cardiogram and a weighing scale (e.g., bathroom scale) that
can capture photoplethysmographic (PPG) signals, consis-
tent with embodiments of the present disclosure;

FIG. 5 illustrates a computer simulation result for the tim-
ing relationship ofthe central aortic force (CAF) waveform to
the aortic pressure pulse, consistent with embodiments of the
present disclosure;

FIG. 6 depicts a timing relationship of the BCG to the
carotid artery pulse, consistent with embodiments of the
present disclosure;

FIG. 7 depicts a histogram of the time difference (in sec-
onds) between the I-wave of the ballistocardiogram and the
start of the carotid pressure pulse from multiple test subjects,
consistent with embodiments of the present disclosure;

FIG. 8 depicts the timings from the ECG R-wave of the
BCG I-wave and carotid artery pulse of an individual over a
four month period, consistent with embodiments of the
present disclosure for the T1 timing;

FIG. 9 depicts the comparison of carotid versus BCG-
based pulse transit timings (PTT=T2-T1) where T2 is mea-
sured at the foot of an individual over a four month period,
consistent with embodiments of the present disclosure;

FIG. 10 illustrates the relative timing relationship of the
BCG to the peripheral PPG signals taken at the finger and toe,
consistent with embodiments of the present disclosure;

FIG. 11 depicts posture-dependent pulse transit timings for
a single subject in the sitting, standing, and lying down posi-
tions;

FIG. 12 depicts a plot of the standing pulse wave velocity
versus the age (in years) of multiple subjects, consistent with
embodiments of the present disclosure;

FIG. 13 shows exemplary time traces of beat-to-beat sys-
tolic blood pressure (SBP) (units in mmHg, top) and beat-to-
beat standing PWV measurements (units in meters per sec-
ond, bottom) estimated with BCG and foot PPG signals
obtained from a modified bathroom scale, consistent with
embodiments of the present disclosure;

FIG. 14A shows a block diagram of a system and approach
for detecting cardiovascular function using BCG and second-
ary sensors for BCG signal enhancement, consistent with
another example embodiment of the present disclosure;

FIG. 14B shows a block diagram of a system and approach
for detecting cardiovascular function using BCG and a
handlebar ECG sensor as the secondary sensor for BCG sig-
nal enhancement, consistent with another example embodi-
ment of the present disclosure;

FIG. 14C shows a block diagram of a system and approach
for detecting cardiovascular function using BCG and an
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embedded motion senor contained in a modified weighing
scale and ECG as secondary sensors for BCG signal enhance-
ment, consistent with another example embodiment of the
present disclosure;

FIG. 15 depicts a method to estimate central pressures
using a peripheral blood pressure measurement, pulse wave
velocity measurements and information of the user, consis-
tent with embodiments of the present disclosure;

FIG. 16A depicts central systolic blood pressure for mul-
tiple subjects (obtained with a SphygmoCor arterial tonom-
eter from AtCor Medical);

FIG. 16B is a plot of the standing pulse wave velocity
(consistent with embodiments of the present disclosure) ver-
sus the central systolic blood pressure for multiple subjects
(obtained with a SphygmoCor arterial tonometer from AtCor
Medical);

FIG. 17A depicts central pulse pressure for multiple sub-
jects (obtained with a SphygmoCor arterial tonometer from
AtCor Medical);

FIG. 17B is a plot of the standing pulse wave velocity
(consistent with embodiments of the present disclosure) ver-
sus the central pulse pressure for multiple subjects (obtained
with a SphygmoCor arterial tonometer from AtCor Medical);

FIG. 18 A depicts measured systolic differences between a
peripheral blood pressure and aortic central pressure, consis-
tent with embodiments of the present disclosure; and

FIG. 18B depicts measured central systolic pressure dif-
ferences obtained with embodiments of the present disclosure
and with central pressure measurements obtained from a
SphygmoCor arterial tonometer from AtCor Medical, consis-
tent with embodiments of the present disclosure.

While the disclosure is amenable to various modifications
and alternative forms, examples thereof have been shown by
way of example in the drawings and will be described in
detail. It should be understood, however, that the intention is
not to limit the disclosure to the particular embodiments
shown and/or described. On the contrary, the intention is to
cover all modifications, equivalents, and alternatives falling
within the spirit and scope of the disclosure.

DETAILED DESCRIPTION

Various embodiments of the present disclosure have been
found to be particularly useful in connection with monitoring
heart and vascular function (e.g., to determine cardiovascular
health ofa patient) in a manner that facilitates home use by the
patient. While the present disclosure is not necessarily limited
to such applications, various aspects of the disclosure may be
appreciated through a discussion of various examples using
this context.

Aspects of the present disclosure are directed to detecting
the heart and vascular function of a user with a sensor that
detects weight and/or weight variances of a user. A processing
arrangement or processor circuit is configured (e.g., with an
algorithm/transform) to determine heart and vascular func-
tion characteristics of the user based upon the detected weight
and/or weight variances. The processing arrangement uses
data from one or more additional sensors as a parameter of the
algorithm/transform. In connection with these example
aspects, it has been discovered that such implementations can
be particularly useful for producing unexpectedly practical
and reliable central blood pressure and vascular stiffness
measurements.

Embodiments of the present disclosure are directed toward
the realization that measurements of arterial stiffness in the
standing/upright position are beneficial compared to mea-
surements obtained in the lying down and seated position
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(FIG. 11). The standing position is believed to represent a
measurement of a nearly full-body length arterial stiffness
measurement, thus characterizing a large portion of anatomy
associated with the largest contribution of pressure wave
reflections to the heart.

Embodiments of the present disclosure are directed
towards the use of BCG measurements to measure arterial
aging (vascular stiffness). Arterial aging is a hardening of the
arterial wall and is considered a primary cause of a host of
cardiovascular disorders and complications, including
increased blood pressure, left ventricular hypertrophy, myo-
cardial infarction, stroke and renal failure. Various embodi-
ments of the present disclosure recognize that aortic stiffness
and thickening of the arterial walls (atherosclerosis) appear
closely related.

Aspects of the present disclosure are also directed toward
measuring, at a single location (e.g., the feet, using a modified
bathroom scale), multiple signals that each have their origin at
two different locations in the body. For instance, one signal
can originate at the aortic arch for the ballistocardiogram, and
one signal can originate at the feet for the toe PPG. This aspect
can facilitate the measurement of the relative timings of these
two signals (e.g., to compute pulse wave velocity), because,
for example, here, there is no need to accurately place highly-
sensitive probes at multiple locations on the body, as in the
case of applanation tonometry. Such aspects can also be use-
ful for improved reproducibility of pulse wave velocity mea-
surements, e.g., due to the ease of the measurement setup
procedure.

Aspects of the present disclosure are directed towards the
use of BCG measurements to measure arterial aging (vascular
stiffness). Arterial aging is a hardening of the arterial wall and
is considered a primary cause of a host of cardiovascular
disorders and complications, including increased blood pres-
sure, left ventricular hypertrophy, myocardial infarction,
stroke and renal failure, which is discussed in (O’Rourke et
al., 2002). Aortic stiffness and thickening of the arterial walls
(atherosclerosis) appear closely related as discussed in (van
Popele et al., 2001).

Chronically increased blood pressure (hypertension) is a
condition directly linked to numerous cardiovascular dis-
eases and increased mortality rate, if left untreated. Hyper-
tension can be controlled and normotensive levels can be
achieved with pharmaceutical agents (e.g., beta blockers, cal-
cium channel blockers, ACE inhibitors, and diuretics) that act
upon specific pathways to lower vascular resistance to blood
flow, reduction in pressure wave reflections in systole, or
contractility and that may reduce cardiovascular disease com-
plications and increase life expectancy. The success of anti-
hypertensive therapy and, presumably, the success of manag-
ing cardiovascular disease risk, have traditionally been
determined by measurements of the peripheral blood pressure
(e.g., brachial blood pressure at the arm or radial blood pres-
sure at the wrist) where diastolic and systolic values are
assessed as the primary parameters to determine the success
of the antihypertensive therapy.

Cardiovascular studies suggest that the measurement of the
central blood pressure (the aortic pressure pulse) more reli-
ably stratifies cardiovascular disease risk than the measure-
ment of peripheral blood pressure as discussed in [Safar,
2010; Blacher et al., 1999]. The aorta is located between the
heart and the major organs, and the aortic pressure pulse
wave, rather than the peripheral pressure pulse, is the force
ultimately experienced by the organs. The central pressure
may better represent the load that is imposed on the organs
and the resulting damage. Aberrant central hemodynamic
properties that often develop from arterial aging and conse-
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quently stiffening of the cardiovascular vessels (arterial vas-
cular stiffness) can, thus, ultimately lead to cardiovascular-
induced organ damage and failure. Individuals, who are at
risk of developing cardiovascular disease, thus, need to be
monitored frequently to improve their chances of success-
fully managing cardiovascular risk.

The detection of changes in arterial elasticity and other
hemodynamic properties can be useful, not only to provide
therapeutic benefit to individuals who are already hyperten-
sive and/or in antihypertensive treatment, but also to provide
prognostic as well as diagnostic benefit to individuals whose
blood pressure has not yet reached a level that is considered
elevated, but who nevertheless are at an increased risk for
cardiovascular events.

Aspects of the present disclosure are directed toward
devices and methods that can be useful for both normotensive
and hypertensive individuals to measure and monitor their
central hemodynamic properties in a straight forward, yet
reliable and quick manner, without the need for medical
supervision or technical assistance.

A measurement of the Carotid-Femoral Pulse Wave Veloc-
ity (cfPWV) can be used to quantify aortic stiffness. The
carotid artery is used as the first time point (T1) representing
the pressure pulse of the ascending aorta and the second time
point (T2) at the femoral artery as the end of artery. The time
AT=T2-T1 is divided by the distance (D) between the mea-
surement locations to obtain a value for velocity.

Consistent with the embodiments discussed herein, the T1
timepoint can be provided by the BCG measure [“BCG T1”]
and corresponds to the proximal, or T1 carotid timepoint,
while the T2 timepoint can be provided by the PPG measure
[“PPG-toe T2”’] and corresponds to the T2 distal arterial time-
point. The BCG T1 and PPG-toe T2 timepoints can thereby be
used to calculate arterial vascular stiffness.

Arterial stiffness can be estimated by measuring the pulse
wave velocity (PWV) along the artery rather than by perform-
ing the direct stiffness measurement. The Moens-Korteweg
equation relates the wave speed (c) to the vessel wall elastic
modulus (K), wall thickness (1), diameter (D), and blood

density (p).

Er
¢ = p_D

Arterial PWV increases with increasing arterial stiffness
and is a non-invasive measure to quantify arterial stiffness.
Pulse wave velocity is measured as the difference between
two recording sites in the line of pulse travel and the delay
between corresponding points on the wave (of pressure or of
flow), where the wavefront is the usual point of reference in
the two waveforms (O’Rourke et al., 2002). The carotid and
femoral arteries can be used as points of measurements to
estimate aortic stiffness, where arterial pulse waves are
recorded at the carotid artery representing the proximal
ascending aorta as well as at the femoral artery as the more
distal artery. The superficial location of the carotid and femo-
ral arteries make a non-invasive applanation measurement
possible.

The time delay between the arrival of a predefined part of
the pulse wave, such as the foot (sharp initial systolic
upstroke), at these two reference points can be obtained either
by simultaneous measurement or by gating to the peak of the
R-wave of the electrocardiogram (ECG). The distance trav-
eled by the pulse wave is measured over the body surface and
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8
the pulse wave velocity is then calculated as distance/time
(O’Rourke et al., 2002), (Wang et al., 2008).

Arterial pulse waves can be detected using pressure-sensi-
tive transducers or sensors (piezoresistive, piezoelectric,
capacitive), Doppler ultrasound, based on the principle that
the pressure pulse and the flow pulse propagate at the same
velocity, or applanation tonometry, where the pressure within
a small micromanometer flattened against the artery equates
to the pressure within the artery (O’Rourke et al., 2002).

As a tool during therapeutic monitoring, cfPWV can be
used to assess the efficacy of pharmaceutical antihypertensive
agents in decreasing arterial stiffness (William et al., 2006).

Compared to pressure pulse wave analysis, pulse wave
velocity does not require secondary (e.g., brachial) blood
pressure measurements. Moreover, pulse wave velocity has
been reported to provide useful clinical indices of cardiovas-
cular disorders, particularly of hypertension, in people over
55 years of age.

Aspects of the present disclosure recognize that reliable
and continuous assessment of central hemodynamic proper-
ties such as arterial stiffness provides important input and
guidance for the prognostic, diagnostic as well as therapeutic
approaches to cardiovascular disease and for the overall man-
agement of cardiovascular risk. Functional and structural
changes (e.g., remodeling) in the arterial vasculature with
gradual stiffening of the arteries lead to a rise in blood pres-
sure; blood pressure has become a major risk factor for car-
diovascular disease. Arterial stiffness is also an independent
marker of cardiovascular risk, even when blood pressure is in
normotensive ranges.

In addition to clinical measurements, reliable and easy-to-
carry-out home monitoring of an individual’s arterial stift-
ness and other central hemodynamic properties could provide
useful longitudinal trending of data at monitoring frequencies
much higher than provided by (relatively infrequent) clinical
visits and would facilitate both therapeutic intervention and
cardiovascular risk management.

Various embodiments of the present disclosure are directed
toward systems and methods for assessing an individual’s
cardiovascular risk by determining the individual’s arterial
stiffness/elasticity through pulse wave velocity measure-
ments using noninvasive ballistocardiographic and photopl-
ethysmographic methods. Certain aspects of the present dis-
closure can be particularly conducive to facilitating
monitoring at home and/or in the clinical setting.

Aspects of the present disclosure recognize that the force
generated by the blood flow interactions with the aortic pres-
sure is tied to the origins of a BCG signal. This force, the
Central Aortic Force (CAF), has been found to be similar in
amplitude to the BCG, as shown in FIG. 5. CAF can be
determined by:

CAF, = [f ?‘ds}-ﬁy
SA_aorta

The free body diagram of the blood vessel depicts the
forces present at the vessel wall boundary due to fluid-solid
interactions. Blood flow exerts forces on the wall with com-
ponents of pressure (p) and the wall shear stress (t). By
Newton’s Third Law of Motion, forces act in pairs; the fluid
(t is the action force and the elastodynamic response of the
vessel wall (t,) provides the reactive force, over a small sur-
face area (dS). The vessel wall geometry of the aorta with its
semi-circular arch (FIG. 5) provides a three-dimensional sys-
tem that the force-pairs to react within. Simulation results
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suggest that aortic pressure (p) is the main contributor to the
CAF (on the order of a few Newtons). To illustrate the role of
the aorta in the production of the BCG forces, simulations of
segments of the aorta (FIG. 5) reveal that the semi-circular
portion aortic arch is a significant, if not a primary, contrib-
uting region to the central pressure-induced forces. The estab-
lishment of a physiological relationship between the BCG
and its spatial source location in the body supports the use of
BCG features (e.g., the [-wave) as a reference for the start of
the pressure pulse in a pulse wave velocity calculation, and a
valid indication/corollary to the carotid pulse.

For further details on estimating and detecting central aor-
tic forces using BCG reference can be made to Appendix 2 of
the underlying provisional application 61/475,887 (Estima-
tion of central aortic forces in the ballistocardiogram under
rest and exercise conditions), which is fully incorporated
herein by reference along with the references cited therein.

Embodiments of the present disclosure are directed toward
utilizing ballistocardiographic (BCG) measurements to
acquire hemodynamic time points representative of aortic
pulse pressure during early systole instead of carotid pulse
measurements. For further details on BCG measurements,
reference can be made to U.S. Application US 2010/0094147,
filed on Oct. 14, 2009, which is fully incorporated herein by
reference. Accordingly, aspects of the present disclosure rec-
ognize that BCG measurements can be used in place of (or in
conjunction with) tasks often carried out by a skilled techni-
cian, such as palpating and locating the carotid pulse.

In addition to ballistocardiographic (BCG) measurements,
embodiments of the present disclosure are directed toward the
use of photoplethysmographic (PPG) measurements. The
BCG signal results from the systolic ejection of blood into the
aorta and the start of the distal PPG signal (e.g., sharp systolic
upstroke) begins after the pressure pulse wave travels down
the arterial tree to the foot. The I and J waves of the BCG occur
in systole after the pre-ejection period (PEP) has ended, and
the BCG waves are mechanically related to blood flow-in-
duced pressurization of the heart and aorta. Since the BCG
waves occur in early systole, these BCG wave(s) can be
utilized as the first time point in the PTT determination (T1),
and the foot PPG serves as the second timepoint (T2), as
illustrated in FIGS. 1A and 1B. The measured distance
between the heart/aortic arch down to the foot can then be
used as a scaling factor to determine velocity (e.g.,
velocity=distance/time).

Embodiments of the present disclosure are directed toward
the use of photoplethysmography (PPG), which is an optical
measurement of the volumetric change of an artery or organ
(Allen, 2007). PPG can be used to measure the pressure
waveform of an artery or to quantify oxygen saturation in
blood (pulse oximetry). A light source, e.g., an LED, and a
photodetector are used to measure the dilation of a blood
vessel as a result of the pressure pulse distending the vessel
with sensors being placed on the fingertips, forehead, toes or
ears. The wavelength of light of the emitting source is speci-
fied to have high absorbance sensitivity in blood (e.g., light
absorbance in the 600-900 nm range in blood is sensitive to
hemoglobin content in the optical path of the PPG sensor).
The PPG sensor can be a reflectance or transmission type
arrangement and is placed over a blood vessel such as a
conduit artery or the microcirculation of the small arteries in
the fingers, toes, and ears. As the blood vessel is pressurized,
its diameter increases and thereby the amount of light absorb-
ing material (e.g., blood) in the optical path increases, causing
a decrease in signal at the photodetector and vice versa when
the pressure decreases. The shape of the optical signal from
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the resulting pulse wave is highly correlated in shape and
timing to one obtained using a pressure sensor.

Certain embodiments of the present disclosure can be use-
ful for obtaining an accurate estimate of pulse wave velocity
(PWV) by averaging over multiple beats together, which can
improve the likelihood of obtaining the true pulse wave tim-
ing. For instance, pulse wave velocity can be determined by
using two signals; the ballistocardiogram (BCG) and photop-
lethysmogram (PPG), each of which produces a signal con-
taining multiple heartbeats. Averaging can be used to find the
best early systolic fiducial timing (typically the [-wave) from
the BCG and the best timing at the start of the PPG signal
obtained at the toe. For instance, averaging can be applied to
timings extracted from individual beats from a recording or
from the ensemble-averaged waveform. A separate signal,
providing timing information of the heart beat (e.g., electro-
cardiogram), may or may not be used to provide reference
timing for ensemble averaging.

Aspects of the present disclosure, can use ballistocardio-
graphy (BCGQG) in connection with various other methods,
such as those used with carotid applanation, to obtain time
points representing the aortic pulse.

Aspects of the present disclosure are directed toward mea-
suring, at a single location (e.g., the feet, using a modified
bathroom scale), multiple signals that each have their origin at
two different locations in the body. For instance, one signal
can originate at the aortic arch for the ballistocardiogram, and
one signal can originate from below the knee, such as at the
lower leg or at the feet (e.g., for a toe PPG).

This aspect can facilitate the measurement of the relative
timings of these two signals (e.g., to compute pulse wave
velocity), because, for example, there is no need to accurately
place highly-sensitive probes at multiple locations on the
body. Such aspects can also be useful for improved reproduc-
ibility of pulse wave velocity measurements, e.g., due to the
ease of the measurement setup procedure.

Aspects of the present disclosure relate to the integration of
these two measurements into a single device, such as a modi-
fied bathroom scale. While a subject stands on the scale, the
BCG and foot PPG are simultaneously recorded. The two
signals are recorded at a single point (the feet) that represents
two different spatial locations and temporal timings within
the body. The BCG recorded at the feet contains information
related to the aortic pressure pulse and its timing. The PPG
records local pulsations within the optical path of the emitter
and detector (e.g., the foot) to represent the arriving pressure
wave. This configuration simplifies the measurement com-
pared to conventional applanation methods, as well as meth-
ods that rely on sensor placement at different regions of the
body to obtain T1 and T2 timepoints.

Embodiments of the present disclosure also allow for the
measurements to be taken from other locations. For instance,
the PPG could be taken using measurements from a subjects
hands and/or the BCG could be taken from a subject that is
sitting on a chair with a pressure sensor.

In one embodiment of the present disclosure, the BCG
capture device also operates as a weighing scale, such as a
bathroom scale that is also capable (e.g., modified) for cap-
turing signals from a user. In this embodiment, the pulse wave
velocity (PWV) s estimated using a bathroom scale (see FI1G.
1A) with PPG sensors integrated in the scale to acquire data.
The bathroom scale is configured to measure the ballistocar-
diogram (BCG) and the photoplethysmograph (PPG), both
from the feet. This can be particularly useful for providing
consistency in measuring the time interval between the BCG
and the foot PPG (longer path), which can improve the accu-
racy of the velocity estimate. For example, since velocity is
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equal to distance divided by time, a one centimeter measure-
ment error of the arterial length would manifest in a larger
error in the velocity estimate of the carotid to femoral path,
versus the heart to the foot, since the shorter measurement has
higher sensitivity to measurement error.

Consistent with various embodiments of the present dis-
closure, a BCG device, such as a modified bathroom scale,
includes ECG electrodes. The ECG electrodes provide a
separate timing reference for the BCG and can also do the
same for the PPG. Such electrodes can be integrated into a
handlebar (wired or wireless) for convenience.

According to other embodiments of the present disclosure,
a system includes an additional finger PPG sensor to provide
information about the relative peripheral pulse wave veloci-
ties (velocity in the muscular arteries of the legs) and central
pulse wave velocities (velocity in the aorta and descending
aorta). Using the BCG timing as the start of the pulse wave,
the timing of the finger pulse wave relates predominantly to
the velocity through the peripheral arteries (arm). The foot
PPG, on the other hand, reflects the propagation through the
central (descending) aorta and the peripheral limb (leg). Mea-
surements of both finger and foot allows the separation of
both velocities, either directly (simple proportionality) or
through the use of global or patient-specific models. The
ability to estimate both the velocity in the central aorta and the
velocity in the peripheral arteries can be used to more spe-
cifically assess changes in vascular stiftness in the aorta as
well as to evaluate the efficacy of anti-hypertension drugs
working on vascular tone (e.g., ACE inhibitors, angiotensin 11
receptor blockers).

Consistent with the embodiments discussed herein, the T1
timepoint can be provided by the BCG measure [“BCG T1”]
and corresponds to the proximal, or T1 carotid timepoint,
while the T2 timepoint can be provided by the leg-to-leg
impedance cardiogram (ICG) [“ICG-femoral T2”] and cor-
responds to the T2 distal arterial timepoint. The BCG T1 and
ICG-femoral T2 timepoints can thereby be used to calculate
aortic vascular stiffness. This system may also measure the
PPG-toe signal to obtain an additional timepoint of the distal
artery [“PPG-toe T2” described earlier] and measurements of
both femoral and foot allows the separation of velocities
between the aorta and legs. The ability to estimate both the
velocity in the central aorta and the velocity in the peripheral
arteries can be used to more specifically assess changes in
vascular stiffness in the aorta as well as to evaluate the effi-
cacy of anti-hypertension drugs working on vascular tone
(e.g., ACE inhibitors, angiotensin II receptor blockers).

Consistent with the various embodiments of the present
disclosure, the separate velocities or pulse arrival times from
the peripheral arteries (arms, leg) and central (descending)
aorta can be used to quantify the pressure difference between
the brachial artery and aorta (commonly referred to as pres-
sure amplification). Using the BCG timing as the start of the
pulse wave, the peripheral and central vascular stiffness’s are
measured and an arterial pressure mismatch term is deter-
mined. The pressure amplification term is used in conjunction
with a brachial blood pressure measurement, to determine the
central blood pressure. The ability to estimate both vascular
stiffness and central blood pressure improves the ability to
identify cardiovascular risk for the management of hyperten-
sion and arterial aging.

In another embodiment of the present disclosure, multiple
PPG sensors are integrated in the modified bathroom scale to
measure pressure pulses at both feet. This multiple PPG sen-
sor arrangement can be particularly useful for a number of
different applications. For instance, multiple sensors can be
used to provide a means to diagnose differential peripheral
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arterial disease in the legs (e.g., occlusion, sclerosis or steno-
sis), to provide a more robust measurement of the pulse arrival
time by averaging timings at both feet, or to improve robust-
ness through redundancy.

In other embodiments of the present disclosure, the PPG
sensors are configured to make additional oxygen saturation
measurements possible.

Consistent with embodiments of the present disclosure, the
PPG and BCG timings are derived from a subset of beats
taken from the whole recording. This subset can be selected
based on noise metrics (such as signal-to-noise-ratio, using a
fixed or patient-specific threshold), or using an embedded
noise reference in the scale (e.g., Wiard et al., 2010) to negate
the need for ensemble averaging based noise metrics. A qual-
ity metric, indicative of the confidence in the PWV value
calculated, can also be derived from these noise or motion
metrics.

Embodiments of the present disclosure relate to a system
that provides information on PWV and pulse wave analysis
(PWA) utilizing the BCG and PPG signals. The analysis of the
PPG waveform shape provides information on the wave
reflection return to the heart, with respect to the timing in the
cardiac cycle, while the standing/upright PWV is determined.
The ability to provide simultaneous information on PWV and
wave reflection timings can be used to evaluate the efficacy of
antihypertensive drugs working on the arteriole bed where
PWYV may not change significantly, yet blood pressure may
change due to the degree of reflection in capillary beds.

The following discussion first addresses various embodi-
ments of BCG (ballistocardiogram) systems and methods and
then addresses embodiments relating to (among other things),
using a motion sensor and filter, measuring of arterial aging
and measuring of multiple signals at a single location. The
order of the discussion does not limit the import of the dis-
cussed subject matter, nor does it limit the ability to combine
and supplement various embodiments discussed herein.

In another example embodiment, a BCG (ballistocardio-
gram) system includes a BCG capture device including a
heart-characteristic sensor that captures, from a user, a BCG
signal indicative of at least one of physical movement and
mechanical output of the user’s heart. A secondary sensor
detects a secondary characteristic relating to the BCG signal,
and provides an output characterizing the detected indication.
For example, the secondary sensor may detect characteristics
of a user and/or of the user’s environment to provide an
indication of one or more of noise present in the BCG signal
and a physiologic characteristic of the user. A processor cir-
cuit uses the secondary sensor output to process the captured
BCG signal and to generate an output BCG signal indicative
of a condition of the user’s heart and ascending aorta (e.g.
aortic arch).

In some implementations, the BCG capture device
includes a weighing scale, and the secondary sensor includes
an electrocardiogram (ECGQG) sensor that detects an ECG sig-
nal from the user, or a photoplethysmograph sensor that
detects blood flow pulsations of the user. This detected signal
is used to process a signal obtained via the BCG capture
device.

In another implementation, the secondary sensor includes
an ECG sensor that detects an ECG signal from the user that
is indicative of, or otherwise useful for determining, charac-
teristics of the user and related BCG signal capture. The
processor circuit uses an algorithm to process the captured
BCG signal and to generate the output BCG signal using the
detected ECG signal as an input to the algorithm to process
the BCG signal. In certain applications, the processor circuit
generates an output BCG signal based upon an ensemble-
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average of the detected BCG signal generated via the detected
ECG signal. This averaging can be both static—providing a
single ensemble-averaged BCG beat—or dynamic, as in syn-
chronous moving averaging or exponentially-weighted trig-
gered averaging.

In some implementations, data is detected for both BCG-
and ECG-based analysis using a strip-type sensor or a handle-
bar-type sensor that may be implemented on a scale device as
discussed herein (see, e.g., FIG. 14B and FIG. 14C, discussed
further herein). One or more such sensors are used to effec-
tively capture a signal from a user that is subsequently pro-
cessed to generate both BCG and ECG analysis data. In some
implementations, ECG data that is detected and/or generated
is used in the generation of BCG analysis data, such as by
filtering a captured signal to facilitate the representation of
one or more of physical movement and mechanical output of
the user’s heart. For example, BCG and ECG (or photopl-
ethysmograph) signals can be adaptively filtered, or pro-
cessed via ECG R-wave (or photoplethysmograph timing)
triggered ensemble averaging or triggered moving averaging,
to improve the signal-to-noise ratio and the consistency of
BCG recordings.

In some embodiments, a strip-type or handlebar-type sen-
sor as discussed above includes a two-electrode ECG circuit
configured for contacting the hands of a user. In some imple-
mentations, the two-electrode ECG circuit uses active current
feedback to one electrode to reduce amplifier saturation prob-
lems, rendering higher signal quality on the ECG recordings.
Detected ECG characteristics can then be used for adaptively
filtering, ensemble averaging, or otherwise processing the
BCG signal measured from the force sensor in the scale, to
improve the signal quality of the BCG.

In some implementations, the ECG or photoplethysmo-
graph (or other reference signal) is adaptively filtered to esti-
mate the BCG to mitigate requirements or needs for detecting
peaks or heartbeat segmentation, or use of an R-wave detector
(e.g., for ensemble averaging or triggered moving averaging).
In some implementations, an ECG or photoplethysmograph
signal is fed directly into an adaptive filter, with the raw BCG
signal as the desired response; the output of this filter, to form
a best least-squares estimate of the signal without any need
for ECG or photoplethysmograph peak detection. In some
implementations, a least-mean squares algorithm is used to
adapt weights of the adaptive filter. The convergence rate can
be chosento be slow, allowing the filter to converge to the best
solution for the user of the device.

A specific implementation involves the use of a scale hav-
ing custom electronic circuitry for acquiring and processing
the BCG signal. Users of the scale position themselves on the
scale. The weight is measured and recorded as a function of
time. The sensitivity of the measurement is sufficient in both
weight and sample speed so that the generated/recorded sig-
nal contains the desired BCG signal. For relatively small
BCG signals (compared to a number of other sources of force
variances such as respiration, user movement, building vibra-
tions and/or electrical noise), aspects of the present disclosure
are directed to detecting the BCG signal, relative to one or
more of the aforesaid sources. In some implementations, the
amplitude of the BCG signal is corrected based upon the
weight of a user, based on kinetic energy transfer. A variety of
scales, commercial or custom can be modified to acquire a
BCG signal, which can be implemented in connection with
various example embodiments. For instance, the Omron
HBF-500 Body Composition Monitor/Scale available from
Omron Healthcare Inc., of Bannockburn, Ill. can be imple-
mented in connection with one or more example embodi-
ments.
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Another example embodiment is directed to a BCG system
as described above, having a bodyweight sensing scale with
an ECG and/or photoplethysmograph sensor integrated into
the scale platform, detachable unit, or separate unit connected
to the scale. In some implementations, the BCG capture
device is integrated with the bodyweight sensing scale, and
the secondary sensor is integrated with handlebar electrodes.
The electrodes and secondary sensor detect at least one of an
electrocardiogram (ECGQG) or photoplethysmography charac-
teristic of the user. The processor circuit generates output
BCG signals over time to provide an indication of at least one
of cardiac output and stroke volume for determining a treat-
ment need for the user, such as for titration of care for the user
(e.g., for the adjustment of medicine dosage (with physician
consultation) or signaling the need for a clinical visit).

In some implementations, the BCG capture device is inte-
grated with the bodyweight sensing scale, and the secondary
sensor is integrated in at least one of the scale platform, a
detachable module, or a separate module connected to the
scale via hardwire or wireless link. The secondary sensor
detects a photoplethysmography characteristic of the user.
Consistent with certain embodiments of the present disclo-
sure, a detachable PPG can be used on an ankle. This can be
particularly useful when a user has poor signal from the feet
(e.g. micro vascular disease from diabetes mellitus). Accord-
ingly, the ankle can provide an alternate site for the T2 mea-
surement.

Turning now to the figures, the user depicted in FIGS. 1A
and 1B is positioned on the scale-based system. The scale
includes a force/weight sensor FIG. 14A. This sensor is con-
figured to detect weight variations that are converted to an
electrical signal FIG. 3 that is sent to processing arrangement,
and can be further used to provide the weight of the user, such
as that provided by a traditional scale.

Secondary input(s), FIG. 14A provide information in addi-
tion to strict force sensing. These inputs can include, for
example, signals provided by heart-beat sensors, foot-to-foot
impedance cardiogram sensors, user movement sensors and
the like, which may further be incorporated into the system. In
some implementations, impedance plethysmography or
photo-plethysmography sensors can be used to improve sig-
nal processing.

Still other implementations are directed to addressing
motion artifacts, such as by using a secondary non-contact
displacement sensor to measure correlated cardiac related
information and uncorrelated body motion noise and remove
motion artifacts, FIG. 14C. One such implementation
involves using a displacement transducer such as an optical or
acoustical emitter/detector sensor, to measure absolute or
relative changes in body motion to improve the cardiac signal.
Another approach to removing motion artifacts involves
using multichannel sampling on individual strain gages, or by
switching a bridge circuit to capture different motion axes.

The processing arrangement is configured to use the sec-
ondary input(s) and various filtering algorithms to remove
extraneous noise or interference on the signal from sensor.
The results of this processing/filtering can be sent to an out-
put, such as an LCD display or local memory. This informa-
tion can be presented in a recordable form, such as for record-
ing by the patient using the system, or for uploading for
access by a doctor at a remote location. In some instances, the
output includes a network interface type device that provides
an output to a network (e.g., Ethernet or wireless) connected
to one or more storage devices that receive output data from
scale. In other instances, the output includes one or more of a
Universal Serial Bus (USB) connection, a point-to-point
(non-network) wireless link, removable memory card device,
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contactless card device, or a relatively simple indicator that
shows when abnormal cardiac function has been detected
(e.g., warning the patient to contact a doctor).

According to one implementation, an ECG signal (single
or multiple lead) is recorded simultaneously with weight-
related detection (e.g., weight variations as discussed above)
and used as a secondary input condition together with the
detected weight-related condition. The signals from these
recordings are combined using adaptive filtering, such as by
adaptively filtering a secondary signal to determine the best
least-squares estimate of the BCG signal from a raw weight
measurement waveform. This approach leverages the fact
that the ECG and BCG signals are correlated in time, while
the noise components in these waveforms are statistically
independent.

In another implementation FIG. 14B, heart beat (e.g., ECG
or photoplethysmogram)-triggered ensemble averaging is
used to enhance the quality and consistency of the BCG
signal. Such a technique leverages off the ability to easily
detect heart contraction using any of a number of different
techniques. Detected heart contractions are then used to select
relevant portions of the detected BCG measurement to use in
ensemble averaging. For example, ensemble averaging may
be used to mitigate noise in the BCG signal.

In various implementations, an adaptive filtering approach
using a least-mean-squares algorithm is used to remove noise
from the BCG signal with the ECG signal as areference. BCG
signals are ensemble-averaged using the ECG R-wave as the
trigger. This ensemble averaging can be both static (one aver-
age for the entire data set) and dynamic (synchronous moving
average). Additionally, respiration signal can be used as a
reference for adaptive noise cancellation of respiration from
the BCG. In certain applications, the system in FIG. 14A is
configured for self-calibration to eliminate instrumentation
resonance, to decouple mechanical filtering of the signal by
the scale other device used to capture the BCG signal.

FIG. 14A shows a block diagram of a system for detecting
cardiac function involving both ECG and BCG detection,
consistent with another example embodiment of the present
disclosure. The system can be used in a manner similar to that
as described above in connection with FIG. 1, and further
with the above examples using both ECG and BCG, for
detecting conditions of a user’s heart. A scale-type BCG
sensor device includes an ECG-type hand-held sensor that
detects ECG characteristics that are used in connection with
BCG characteristics detected at the scale-type device. An
output from the BCG sensor device is passed to a processor
that processes the output and detected ECG and BCG char-
acteristics therein, to determine a heart-based condition of a
user. In various implementations, one or more additional
sensors, represented at block, are also coupled to the proces-
sor, which uses the inputs as part of the determination of the
heart-based condition (e.g., such as a vibration sensor that is
used to remove noise in one or both of a BCG- and ECG-
based signals).

In connection with various embodiments, acquired signals
as described herein are used in deriving/monitoring various
different types of information including, but not limited to,
heart rate, the force of ejection of blood from heart (which can
be correlated to cardiac output), time delay from electrical
depolarization to mechanical contraction of the ventricles,
relationship between electrical and mechanical activity in the
heart (relating to excitation-contraction coupling), pressur-
ization of the ascending aorta, predicting future cardiac health
trends and/or non-invasive blood flow and pressure measure-
ments.
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Various aspects of the present disclosure are directed to use
in a home or other location where it may not be practical to
have a trained technician or physician available. In one imple-
mentation, simultaneous BCG and ECG recordings from a
commercial bathroom scale or chair are used to facilitate
home monitoring of cardiovascular health in a compact and
inexpensive platform for reliable BCG acquisition. BCG
measurements can be implemented for chronic management
of hypertension patients at home.

FIG. 3 shows a circuit for acquiring BCG signals from a
commercial weighing scale, consistent with another example
embodiment of the present disclosure. The circuit is ame-
nable to BCG acquisition from a weighing scale. The strain
gauges within a commercial scale, such as an Omron HBF-
500 scale, are arranged in a Wheatstone bridge configuration.
The bridge is excited by a dc voltage of +/-9V, and the
differential voltage across the bridge is amplified by an instru-
mentation amplifier (the LT1167) which is de-blocked using
integrative feedback (LT1014C). The output from this dc-
blocked instrumentation amplifier stage is then band-pass
filtered and further amplified. The circuit gain is 90 dB, with
a bandwidth sufficient for high-resolution BCG acquisition.

The specific circuit depicted by FIG. 3 is exemplary of a
number of different implementations that can be used to
provide similar functionality. As with other aspects of the
present disclosure, the various functionalities can be imple-
mented using combinations of general purpose computers
configured by specialized software, programmable logic
devices, discrete circuits/logic and combinations thereof.

The following description references a number of Appen-
dices, in connection with various example embodiments.
Each of these Appendices is fully incorporated herein by
reference.

Referring to Appendix B (IEEE EMBS 2009 Conference
Paper), attached to the U.S. patent application Ser. No.
12/579,264 filed on Oct. 14, 2009, aspects of the present
disclosure are directed to BCG signal estimation and to Car-
diac Contractility Assessment Using BCG, as applicable to
one or more of the following exemplary embodiments:

1. A BCG “pulse response” is defined as a BCG character-
istic for each subject that may persist for a longer time
period than a single heartbeat. This pulse response may,
for example, include a mechanical response of the arter-
ies and body to the pulse of blood ejected by the heart;
these mechanical structures may continue oscillating
long after this initial pulse of blood, causing the average
BCG response to be longer in duration than a single
heartbeat. In this context, the pulse response is used in
characterizing aspects of the subject from which the
BCG response is captured.

2. ECG R-wave timing is used as a timing reference to
compute a “short-window” ensemble average BCG.
This short-window average is then used to estimate the
amplitude of each BCG heartbeat for the entire record-
ing. BCG heartbeats are then re-segmented using an
ECG timing reference with a “long-window” process.
These long-window beats are then averaged after sub-
tracting surrounding beats from each BCG heartbeat,
yielding an interference-cancelled long-window BCG
pulse response.

3. The interval between the ECG R-wave and the BCG
J-wave (R-J interval) is inversely correlated to changes
in cardiac contractility. The R-J interval is used to char-
acterize the contractility, in which a higher contractility
leads to a lower R-J interval, and vice versa.

4. The signal-to-noise ratio (SNR) of each heartbeat is
detected using normalized ensemble correlation and, in
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some implementations, R-J intervals are disregarded for
heartbeats with relatively lower SNR.

5. The time interval between the pre-ejection period (PEP)
and the R-J interval for each subject is used to charac-
terize arterial compliance. Less compliant arteries are
detected identified via shorter propagation delay
between the ejection of blood at the heart and a mechani-
cal wave detected at the feet of a subject (e.g., as akin to
a rigid pipe propagating an acoustic wave faster than a
compliant, soft pipe).

Referring to Appendix D (Robust BCG Acquisition for
Home Monitoring), attached to the U.S. patent application
Ser. No. 12/579,264 filed on Oct. 14, 2009, aspects of the
present disclosure are directed to BCG acquisition at home, as
applicable to one or more of the following exemplary
embodiments:

1. A BCG signal is used in conjunction with bodyweight
measurements on a scale that is also used for monitoring
the health of heart failure patients at home. The BCG
signal is used to provide a measure of changes in perfu-
sion by estimating changes in cardiac output; body-
weight measurements can (e.g., simultaneously) pro-
vide an estimate of congestion by evaluating weight
change due to fluid retention. Both of these measure-
ments can be combined to provide a desirable assess-
ment of a person’s cardiac health, since subjects can
have congestion without perfusion or perfusion without
congestion.

2. Photoplethysmograph and ECG signals are used for
averaging or filtering a BCG signal, such as obtained
herein.

3. Beat-by-beat BCG amplitude (J-wave) is used to char-
acterize the stroke volume for a particular beat to which
the wave applies.

4. The ECG R-wave timing is used as a timing reference to
compute a “short-window” ensemble average BCG.
This short-window average is then used to estimate the
amplitude of each BCG heartbeat for the entire record-
ing. BCG heartbeats are then re-segmented using the
ECG timing reference, with a “long-window” process.
These long-window beats are then averaged after sub-
tracting surrounding beats from each BCG heartbeat,
yielding an interference cancelled long-window BCG
pulse response.

Referring to Appendix F (Valsalva Paper), of the U.S.
patent application Ser. No. 12/579,264 filed on Oct. 14, 2009,
aspects of the present disclosure are directed to using a Val-
salva maneuver, as applicable to one or more of the following
exemplary embodiments:

1. BCG measurements are taken during a Valsalva maneu-
ver to elicit various expected reflexes from the cardio-
vascular system. A response to the Valsalva maneuver
can be used to diagnose diseases or conditions. For
example, a patient with prior myocardial infarction may
not see increased BCG amplitude after releasing the
strain, whereas a healthy subject certainly does. BCG
amplitude can thus be monitored and used to identify
such conditions.

2. For cases when a simultaneous ECG is unavailable, a
BCG J-waverisetime is used as an indication of changes
in cardiac contractility.

3. A frequency domain analysis of a BCG signal is per-
formed and used to provide indications of the state of
cardiac contractility, by examining the ratio of high-
frequency to low-frequency power in the power spectral
density of the BCG.
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Referring to Appendix G (Two Electrode Biosignal Ampli-
fier for ECG Measurement), attached to the U.S. patent appli-
cation Ser. No. 12/579,264 filed on Oct. 14, 2009, aspects of
the present disclosure are directed to measuring an ECG, as
applicable to one or more of the following exemplary
embodiments:

An ECG is measured in “current-mode” using a transim-
pedance amplifier front-end, which leads to a low differential
input impedance, and mitigates microphonic cable noise that
can occur due to the movement of the cables during acquisi-
tion.

1. Current feedback is delivered to an input terminal using

a non-inverting integrator sensing low-frequency varia-
tions in an output signal, and used to stabilize common-
mode voltage at the input and prevent amplifier satura-
tion and other undesirable, commonly-encountered
problems in two-electrode (as opposed to typical three-
electrode) ECG recordings.

2. A micro-power op-amp is used with the bandwidth
boosted by a composite amplifier design, facilitating
desirable current consumption (e.g., about 3.9 micro-
Amps), such that a battery could operate the device
continuously for years.

3. A lead-capacitor is used in the first stage of a composite
amplifier to set a second-order sharper roll-off in the
overall closed-loop response of the circuit, facilitating a
greater degree of attenuation at the Nyquist frequency
for sampling in analog-to-digital conversion of the sig-
nal.

4. A resistor is placed at a non-inverting terminal of an
input op-amp, connecting this terminal to ground,
matching the common-mode input impedances at the
two input terminals. This approach can be used, for
example, to facilitate an optimized (e.g., desirable) com-
mon-mode rejection ratio.

5. An ECG circuit is embedded in the handlebar electrodes
of a commercial weighing scale to provide an R-wave
timing reference for BCG signal averaging.

6. An ECG circuit is used for acquiring other biomedical
signals, such as electroencephalogram (EEG) signals
from the scalp.

Aspects of the present disclosure relate to a noise signal
reference that can be used to systematically identify motion
while standing on a BCG scale. In some situations, motion of
a patient leads to an unacceptable number of noisy segments
in the BCG. The BCG force signal level is on the order of a
few Newtons in magnitude. Body movement can easily intro-
duce noise artifacts of similar magnitude and orders greater.
Noise on the order of the BCG signal level can be difficult to
detect from the BCG signal alone. For instance, a method can
use a secondary set of strain gauges and an analog amplifier to
measure body motion while standing on the scale.

Consistent with embodiments of the present disclosure, a
motion signal can be obtained from a BCG scale using sec-
ondary strain gauge sensors that measure weight distribution
changes. Consistent with other embodiments of the present
disclosure, a motion signal can be obtained from a BCG scale
using sensors to measure the weight of the patient while also
measuring weight distribution changes.

The motion of standing subjects can be modeled as an
inverted pendulum, where body motion is highly correlated to
anterior-posterior weight distribution changes and can be
used as a noise reference technique for standing BCG mea-
surements.

Consistent with a particular embodiment of the present
disclosure, four load cells can be used to provide simulta-
neous BCG and motion measurements. Each load cell
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includes of a metallic strain gauge (e.g., Tanita strain gauge)
that is affixed to a mechanical cantilever beam. Additional
strain gauges can also be used (e.g., 350 X Omega metallic
SGD-7350-LY13, Omega Engineering Inc., Stamford,
Conn.). For instance, the additional strain gauges can be
placed on the opposite side of the cantilever from the original
strain gauge. Thus, deflections in the beam represent tensile
strain for the one set of the strain gauges and compressive
strain for the other set of strain gauges.

According to various embodiments of the present disclo-
sure, secondary strain gauges were added to strain gauges that
were specifically configured into a Wheatstone bridge to
record the BCG. The sensors can be chosen according to their
size relative to the physical space available for mounting on
the cantilever.

According to embodiments of the present disclosure, the
motion-sensing circuit for the additional strain gauges
includes an instrumentation amplifier with a gain o' 1,000 and
a Sallen-Key low-pass filter (second order, 24 Hz cutoff). The
additional strain gauges can be wired into a half-bridge
arrangement to detect anterior-posterior motion, and the out-
put can then be recorded simultaneously with the BCG and
electrocardiogram (ECG), at a suitable (e.g., 1 kHz) sampling
rate.

FIG. 14C depicts a block diagram of the overall measure-
ment setup, consistent with embodiments of the present dis-
closure. The depicted device upon which the user stands can
be specially designed or can be a bathroom scale that has been
modified to measure the BCG and a signal representing body
motion. Human balance can be quantified by measuring the
changes in the center of mass (COM) position in the anterior-
posterior plane using force plates. The true COM movement
can be correlated with the changing pressure signal on force
plates, which demonstrate that the COM and weight shift
signals track together in direction and amplitude, with virtu-
ally no lag between the two signals. For further details on this
correlation, reference can be made to Winter et al., which is
fully incorporated herein by reference.

For an experimental setup (discussed in more detail here-
after), a modified bathroom scale was configured to measure
the anterior-posterior COM weight shift to represent the
motion signal.

Aspects of the present disclosure recognize that the system
can be characterized in terms of the overall frequency
response of the BCG recording system. Generally speaking,
the data bandwidth is limited by the circuitry and mechanical
bandwidth is limited by the stiffness and damping ofthe scale.
Calibration can be used to determine the response of the
recording system (e.g., whether the system provides linear-
ity). The mechanical frequency response of the scale and
strain gauges can be estimated through a series of impulse
response measurements, e.g., with varying at loads. The
bandwidth of the scale platform should be sufficient to mea-
sure the BCG.

Embodiments of the present disclosure are directed toward
a motion-signal-derived noise metric that flags segments of
the BCG corrupted with excessive motion. This embodiment
can use a noise index that is calculated as follows: first, a
baseline recording can be used to establish a ‘normal’ RMS
level for the motion signal. This ‘normal’ level can then be
used to set a subject-specific threshold, e.g., twice the ‘nor-
mal’ level, above which the BCG trace was considered cor-
rupted by noise. As a result, periods of the BCG signal during
which the motion was greater than the threshold were con-
sidered ‘high’ for the noise index, and other periods were
‘low’.
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Consistent with other embodiments of the present disclo-
sure, a non-subject-specific, fixed, threshold can be set for all
recordings without the use of a baseline recording. For
instance, a fixed threshold can be set as the average subject-
specific threshold measured for all participants. Noisy beats
can be removed based on the noise index and the SNR
improvement using both the subject specific.

For further details regarding experimental results and vari-
ous specific embodiments, reference can be made to Appen-
dix 1 of the underlying provisional application 61/475,887
(Automatic detection of motion artifacts in the ballistocardio-
gram measured on a modified bathroom scale), which is fully
incorporated herein by reference. The various experimental
results, embodiments and discussions of the Appendix 1 are
not meant to be limiting.

The following experimental methods and materials were
used in the examples that are described further below.

Data is acquired over a duration sufficient to obtain mul-
tiple beats, usually 5-30 seconds in length. This data is known
as a time trace. A time trace is obtained for the BCG, PPG and
electrocardiogram (ECG).

The BCG and PPG signals contain relevant information in
the bandwidth of approximately 0-20 Hertz, and the time
trace contains information in-and-above this range. Fre-
quency content outside of this range is considered to be noise
and can be removed (e.g. 60 Hz noise from AC power
sources). The mechanical frequency response of the scale is a
function of its stiffness and coupling to the floor to transduce
the mechanical actions of the BCG. A digital FIR filter is used
to low-pass filter the time trace at 25 Hz leaving just the low
frequency content.

It has been discovered that the mechanical stiffness of the
scale is linked to the ability to collect the BCG signal between
0-20 Hz. If the scale construction and/or contact with the floor
are not sufficiently rigid then the BCG may be attenuated or
distorted, even if the analog and FIR filters are set properly.
Also, how well the scale is coupled to the surface can affect
the ability to obtain a BCG. For instance, a carpet can be
problematic. Accordingly, aspects of the present disclosure
recognized that the use of a stiffening plate can be effective
when placed between the scale and the carpet.

The ECG is used as a timing reference signal to identify
where to segment the BCG and PPG time trace into individual
beats. The ECG is not as susceptible to noises present in the
BCG and PPG and the ECG R-wave timings are very easy to
identify with software algorithms. Once the R-wave timings
are located, those timings can be used to segment the BCG
and PPG signals into individual beats. Beats are segmented by
“windowing” where a fixed frame is drawn around the beat.
For example, we can choose a window to be 1-second in
length. For each R-wave timing point, a 1-second window is
placed over the BCG and PPG time traces at the R-Wave
timing point, to “cut” the time trace into individual beats
(referred to as ensembles). Shorter or longer windows may be
used, depending on how much beat information is required
for each ensemble.

An alternate method for beat identification is to identify
noisy beats based on a reference sensor embedded in the scale
to detect abnormal body motion. The ECG is not required for
this method. Beats are segmented by “reverse windowing”
using the foot PPG signal timings to provide a fixed frame to
extract timing features of the BCG. Once the beats are win-
dowed, noisy beats (BCG and/or PPG) may then be removed
from the analysis based on the signal level and timings of the
body motion reference signal that exceeded a pre-determined
threshold. The motion sensor in the scale is configured in a
manner to measure signals such that it is highly correlated to
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noise metrics that can be derived from ensemble averaging
methods and is validated to be a surrogate noise reference. In
this manner, the PWV determination may be obtained from a
scale-only embodiment, where standing on the scale will
collect all data necessary to select and exclude beats in the
analysis.

To obtain an estimate of a key time point in the BCG or
PPG ensemble (e.g. the BCG I-wave), BCG and PPG beats
are averaged to produce an Ensemble Average; one for the
BCG and one for the PPG.

To extract the [-wave timing from the BCG beats, the first
local minima left of the J-wave in the BCG is considered.
Accurate detection of the J-wave is achieved by finding the
closest local maxima from an expected J wave location. This
expected location is defined as the location of the largest
maxima in the ensemble average of all BCG beats.

For the PPG, the foot of the PPG is identified by finding the
peak in the PPG beat, the slope of the rising pressure wave to
the left of it, and the zero-slope at the first minimum to the left
of' the rising slope. The intersection of these two lines repre-
sents when the pressure begins to rise in the PPG waveform.
In other embodiments, various other methods for extracting
the beginning of the pressure rise can be used, such as meth-
ods based on derivative versions of the signal.

To improve accuracy, the feature identification is per-
formed on individual beats, and then averaged over all beats.
Alternatively, the feature identification is performed on the
ensemble-averaged PPG or BCG.

Once both BCG I-wave and PPG foot timings are obtained,
their difference (PPG-BCG) is computed to obtain the PTT.
The distance between the aorta and the foot is measured.
PWYV is then calculated as: PWV=(distance)/PTT.

It is noted that neither PWV nor PTT are identical to PAT,
which is the R-wave to pressure pulse time, rather than pres-
sure-to-pressure timing.

If a second PPG sensor attached to the finger is used, an
estimation of the pulse wave velocity along the descending
aorta and in peripheral limbs can be proposed. Assuming the
distances between the aorta and the finger (L ,,,), between the
aorta and the pelvis (L,,,,,.), and between the pelvis and the
foot (L;,,) are known, and the pulse transit times to the finger
(PPTj,.e.,) and foot (PTT,,,) have been measured using the
methods described above, the following derivations can be
written:

1
Py, = —Lom Wm
PTTFinger
PWVieg = frr(PWVanm) @
3
PWVyg = ———t ” ®
oy Y —
Foot PWVlgg

The relationship between the pulse wave velocity in the
arm and the leg is given by the function f,,.. In a first-order
approximation, these two velocities are considered equal (a
uniform peripheral velocity), and the central velocity
(PWV,,...) can be rewritten as:
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That relationship f - between arm and leg pulse wave veloci-
ties is not limited to identity, and may also be more complex
to account for vascular differences between arms and legs,
and may take into account parameters such as average diam-
eter, pulse pressure, or relative compliance. Such models
could either be global, or patient-specific.

The following experimental examples are not intended to
limit the scope of the present disclosure. For instance, the
specific values, measurements and observations are not nec-
essarily limiting and would generally be understood as being
capable of modification.

The ballistocardiogram (BCG) is used as the first time
point reference (e.g. a surrogate measurement for the carotid
pressure), since the BCG has been related to the peak forces
generated by pressure acting on the aortic arch (Wiard et al.,
2009). This relationship may also be derived empirically by
measuring the BCG and carotid pulse simultaneously.

FIG. 10 depicts the timing relationships of the BCG to the
peripheral PPG signals at the finger and toe. The ECG repre-
sents the start of the heart cycle. The BCG begins immedi-
ately after cardiac ejection in early systole, and distal pressure
waves are recorded with the PPG. The delay between the start
of the BCG and the PPG-toe signal quantifies the pressure
pulse wave time.

The timing relationships depicted in FIG. 10 demonstrate
that the BCG pulse begins prior to both the finger and foot
photoplethysmogram (PPG). In this example, the I-wave of
the BCG begins 10 ms and 120 ms priorto the base of the PPG
finger and foot signals, respectively. The J-wave of the BCG
begins 30 ms and 280 ms prior to the peak of the finger PPG
and foot signals, respectively. The arterial length of the aortic
arch to finger PPG is roughly half the distance of the aortic
arch to PPG foot signal, however the finger PPG signal is
more than 10 times faster. This is believed to be due to the fact
that the finger PPG traversed the major upper branch vessels,
while the PPG pulse traveled down a compliant aorta and then
through the muscular arteries extending past the iliac bifur-
cation. The compliant aorta has a slower wave speed, thus the
PPG foot pulse arrival time will not be directly proportional to
the difference in the path length traveled, when compared to
the finger PPG. However, since the finger PPG reflects pre-
dominantly peripheral velocity (velocity in the muscular
arteries), it can be used, directly or indirectly, to estimate the
specific velocity in the descending aorta. Indeed, the periph-
eral velocity derived from the finger PPG can be used to
assess how much time has the pulse recorded with the foot
PPG spent traveling in the lower limbs (at a peripheral veloc-
ity) versus in the descending aorta (at a central velocity) as
exemplified in FIG. 2. As noted above, the relationship
between arm and leg pulse wave velocities can either be of
identity, proportionality, or based on more complex vascular
models taking into account parameters such as average diam-
eter, pulse pressure, or relative compliance. Such models
could either be global, or patient-specific.

A closer examination of time point T1 is shown in FIG. 6.
The carotid artery pulse was measured with a reflectance PPG
sensor and standing BCG measurements were obtained
simultaneously and start very close to one another (T1
demarked by circles) at the beginning of systolic ejection. As
described in Wiard et al. 2009, the BCG has two important
features: (1) the BCG force is related almost entirely to the
pressure exerted on the aortic wall, and (2) the generation of
the peak BCG force is located in the aortic arch. Accordingly,
it is believed that the BCG T1 time point is related to pressure
in the aortic arch which is sufficiently close to the carotid
artery where the traditional T1 time point is registered. Con-
sequently, the BCG timing and distance relationship of T1
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shown in FIG. 5 are considered sufficient to represent the
carotid pressure pulse start point.

The BCG-based pulse wave method was verified in a man-
ner where vascular stiffness could be modulated. In this setup,
the BCG was recorded on a modified bathroom scale and
continuous blood pressure measurements were recorded
using a Portapres ambulatory blood pressure monitor with a
subject performing a Valsalva maneuver. The maneuver is
divided into three intervals: (1) rest, (2) strain, and (3) release.
The rest phase depicts normal blood pressure. During strain,
the subject holds their breath which compresses the return
vein to the heart and the ejection of blood from the heart that
manifests as a decrease in systolic blood pressure. At this
lower pressure strain phase, the arteries are less stiff and there
is a decrease in pulse wave velocity. During release, flow is
restored to the heart, ventricular fill is increased and the heart
contracts with enhanced force resulting in high systolic pres-
sures for a short period of time that quickly return to baseline.
During high systolic pressure, the arterial tree is stiffer and
pulse wave velocity is increased. As shown in FIG. 15, the
bathroom-scale PWV (bottom) measurement trends with the
continuous blood pressure acquisition (top). In this example a
Valsalva maneuver was performed. The maximum cross-cor-
relation between these time traces is 0.73.

For the management of hypertension, embodiments of the
present disclosure provide a platform to monitor and trend
blood pressure change, as illustrated in FIG. 15. Arterial
stiffness is related to the elastic modulus of the vessel and
pressure in a vessel, and may be described under Laplace’s
Law:

T=PR

where the wall tension (T) is related to pressure (P) and the
vessel radius (R) and the response of the vessel wall will
depend on its stiffness. Therefore, PWV may be used as a
correlative parameter for blood pressure change based on the
BCG and foot PPG signals and the correlation will benefit in
terms of its accuracy due to the inherent repeatability in the
stiffness measurement, as previously described. Additionally,
the ability to tease apart central versus peripheral velocities
may further improve the accuracy of the method as shown in
FIG. 2, since central velocity might be less affected by vas-
cular tone compared to velocities in the limbs.

Suitability for in-Home Monitoring Use.

For determining an individual’s arterial stiffness/elasticity,
the individual stands on the modified bathroom scale, while
the BCG, ICG, and PPG are simultaneously acquired at the
feet to determine central hemodynamic properties such as
arterial stiffness/elasticity. Although the BCG as the first sig-
nal occurs at the aortic arch, there is a negligible transmission
delay when measured at the feet. So, the BCG measured at the
feet can serve as a timing reference similar to the carotid
artery pulse in the neck, thus eliminating the need for the
carotid measurement for determining vascular stiffness. The
additional use of the ECG, and a second finger PPG in some
embodiments, does not alter the user-friendliness and conve-
nience of the overall system, as both sensors can be easily
integrated into a simple handlebar that the individual holds
during the measurement.

The PPG is an optical sensor and records a signal of vessel
dilation due to local pulsations in the foot, as shown in FIGS.
1A and 1B. An accurate pressure pulse waveform can be
obtained from the bathroom scale, while the subject is stand-
ing on it. Since both BCG and PPG measurements for the
determination of arterial stiffness/elasticity are obtained
simultaneously at the feet while the individual is standing on
the modified bathroom scale, there is no need to locate or
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palpate arteries or apply probes and, thus, no medical super-
vision and/or assistance by a skilled technician is needed.

The scale-based system described herein integrates several
relevant signals related to the circulatory function and the
data collected and analyzed can be displayed to the user via a
display included with the system as a standalone device, or
networked/integrated as a device part of a home health net-
work that communicates data to the patient’s care providers.

Relevant Arterial Path Mapped.

The path from the heart to the feet is the longest section of
the arterial tree and coincides with the path altered with
antihypertensive medications. In general, antihypertensives
lower blood pressure by reducing the stiffness of the muscular
arteries in the legs, which slows the pressure pulse wave speed
and its subsequent reflection back to the heart. As noted
above, the ability to estimate velocities along both the
descending aorta and the legs, although not necessary, further
augment the monitoring capability of the system.

Suitability for Arterial Stiffhess Measurements.

The trending ability of the standing arterial stiffness mea-
surement, consistent with embodiments of the present disclo-
sure, is comparable with methods using the timing of the
carotid artery as a T1 time point. As shown in FIG. 8, a
longitudinal study was conducted over a four month period
for the simultaneous acquisition of the BCG I-wave timing
and the carotid artery timing for an individual. For each
30-second data collection, the timing relative to the ECG
R-wave demonstrates that the carotid and BCG have similar:
average timing, and similar measurement variability. For the
Day 1 measurement, the individual in this experiment had
administered a beta blocker, and the timings were measured
pre and post administration and there is a significant change in
the average timings of the carotid artery and BCG I-wave
Pulse Arrival Timing (PAT). The longitudinal Pulse Transit
Time (PTT=T2-T1) was then determined using both BCG
and carotid timings for T1 and shown to be similar, as shown
in FIG. 9, where the T2 timing was acquired at the foot using
embodiments consistent with the present disclosure. FIG. 12
depicts the standing pulse wave velocity versus the age of the
individual which increases over time and is a consistent for
arterial stiffening. FIG. 16A is a graph of the central systolic
pressure obtained using a SphygmoCor arterial tonometer for
a group of individuals. FIG. 16B is a graph of the standing
pulse wave velocity consistent with embodiments of the
present disclosure versus the central systolic blood pressure.
The central systolic relationship to standing pulse wave
velocity has an r-squared value of 0.55 for an exponential fit
of 3.333¢%%11**, The non-linear increase in wave speed with
increasing central systolic pressure is expected based on
physiologic loading of the arterial wall, yet since arterial
stiffness is an independent central measurement, the data
offers two indications of cardiovascular function (e.g. arterial
stiffness and central pressure) as a method to manage hyper-
tension. FIG. 17A is a graph of the central pulse pressure (e.g.
central systolic minus central diastolic pressure) obtained
using a SphygmoCor arterial tonometer for a group of indi-
viduals. FIG. 17B is a graph of the standing pulse wave
velocity consistent with embodiments of the present disclo-
sure versus the central pulse pressure. The central pulse pres-
sure relationship to standing pulse wave velocity has an
r-squared value of 0.56 for a linear fit (slope 0.2241, intercept
4.4975). The linear increase in wave speed with increasing
central pressure is expected based on physiologic loading of
the arterial wall, yet since arterial stiffness is an independent
central measurement the data offers two indications of car-
diovascular function (e.g. arterial stiftness and central pres-
sure) as a method to manage hypertension. Surprisingly, the
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standing position alters the hemodynamic loads on the arter-
ies in such a manner, compared to sitting and lying down,
where all the aforementioned observations and correlations
were identified. Therefore, while several systems exist and
are capable of producing T1 signals that relate in time to the
carotid pulse timing, the subsequent arterial stiffness mea-
surements will be altered based on the posture in which the
recordings were taken, thus such systems will not determine
equivalent measures of circulatory function.

Suitability to Determine Central Blood Pressure.

Using the standing/upright measurements, useful and sur-
prising correlations are produced when combining measure-
ments (or estimates) of central pressure with the standing
arterial stiftness measurement—and patient information such
as age and gender. For instance, central systolic and central
pulse pressures can be stratified with respect to standing
arterial stiffness measures and patient information to indicate
potential sources of hypertension—facilitating improved
diagnosis and treatment. The present disclosure also recog-
nizes that it can be useful to relate, in a calibrated accurate
manner, peripheral blood pressure to the desired central blood
pressure (FIGS. 15-18). The calibrated (corrected) peripheral
measurements may then be used to obtain the correlations as
shown in FIGS. 15 and 18 without the need of an arterial
tonometer or internal pressure catheter.

Without being limited by theory, it is believed that the
standing position alters the hemodynamic load on the arteries
relative to sitting and lying positions. This change in load
produces significant changes the pulse transit time (FIG. 11),
thus the measure of arterial stiffness. Therefore, aspects of the
present disclosure are directed toward BCG-based systems
that take advantage of the properties of arterial stiffness tim-
ings that are altered based on the posture in which the record-
ings were taken. The standing position also provides a difter-
ent and particularly relevant physiologic loading for
measurement of arterial stiffness. With the unexpected corre-
lations discussed herein, diagnosis and management of the
circulatory function and blood pressure can be facilitated.

Various other differences in vascular characteristic indices
for the seated position, compared to standing positions, are
also used by the system to monitor or diagnose patients. For
further information regarding differences in measurements
obtained in upright positions, when compared to a lying or
sitting position, reference can be made to S. C. Davis et. al,
“Active standing reduces wave reflection in the presence of
increased peripheral resistance in young and old healthy indi-
viduals,” Journal of Hypertension, vol. 29, pp. 682-689,
2011, and to Giryon Kim, Ah-young Jeon, Jae-hee Jung,
In-cheol Kim, Jae-hyung Kim, Byoung-cheol Choi, Gil-
joong Kim, Yong-soo Seo, Dong-keun Jung, Soo-young Ye,
and Gye-rok Jeon. 2007. Vascular Variation of PTT and the
Vascular Characteristic Index According to the Posture
Change. In Proceedings of the 2007 International Conférence
on Convergence Information Technology (ICCIT 07). IEEE
Computer Society, Washington, D.C., USA, 2426-2425, each
of which is fully incorporated herein by reference.

The ability to measure central blood pressure in a simple
and cost-effective manner is an on-going endeavor and the
mainstream use of central measurements are believed to be
the next advance in clinical hypertension (Kaplan, 2010, p.
37). In the absence of a central pressure measurements
obtained from a device such as an arterial tonometer (or
catheter), the arterial stiffness measurement would only
present one dimension of cardiovascular function. A periph-
eral pressure measurement would not offer as much utility for
hypertension management, as evaluation of anti-hypertensive
drug effects from such a device can underestimate the benefit
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by 20 mmHg (or greater) for systolic and 1-2 mmHg for

diastolic, compared to a central pressure measurement

(Nichols & O’Rourke, 2005, p. 362). This underestimated

benefit is a result of amplification of the arterial pressure

wave, which is a complex interaction between pulse wave
velocity, ejection duration and wave reflection of the lower

extremities (Nichols & O’Rourke, 2005, p. 360-363). FIG. 15

depicts a method to determine the central pressures, using a

peripheral blood pressure measurement (e.g. a brachial blood

pressure cuff), user information and embodiments consistent
with the present disclosure. The amplification effect is quan-
tified with the scale-based system and then used to correct the
peripheral measurement. FIG. 18A is a graph depicting the
systolic pressure differences between central measurements
obtained using a SphygmoCor arterial tonometer and a
peripheral brachial blood pressure measurement, which
shows a significant pressure difference. FIG. 18B is a graph
depicting the systolic pressure differences between central
measurements obtained using a SphygmoCor arterial tonom-
eter and amplification-corrected peripheral measurement,
where the amplification-correction was determined using
embodiments consistent with the present disclosure. The
average pressure difference is zero mmHg and the standard

deviation is 3.18 mmHg for a population of individuals 20-79

years old. Using this approach, an individual can obtain both

central pressure and vascular stiffness measurements in a

practical manner, enabling hypertensive management.
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The various embodiments described above are provided by

way ofillustration, and should not necessarily be construed to

limit the disclosure. Based on the above discussion, those
skilled in the art will readily recognize that various modifi-
cations and changes may be made to the present disclosure
without strictly following the exemplary embodiments and
applications illustrated and described herein. For example,
algorithms, calibration, and verification methods developed
for this system can be used for any BCG measurement system
including beds and tables. Other scale configurations may be
implemented, such as a seated or prone configuration, with
the scale held vertically or at other relative angles. Custom
strain gauges can be used in lieu of a scale interfaced to the
similar electronics as discussed herein. Several alternative
electronics configurations are used for various embodiments,
some of which may include lock-in based circuits. Multiple
scales can be used to mitigate or eliminate noise, such as by
placing a scale can be placed under each leg of a chair-based
circuit, and by constructing a larger bridge circuit. A number
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of exemplary and experimental implementations are dis-
cussed in detail in the appendices attached in the above-
referenced provisional applications, which are fully incorpo-
rated herein. The teachings of this disclosure include those
teachings found in the appendices (A-G) for much of the
above-noted discussion of example embodiments, and the
various teachings can be implemented either alone or in com-
bination with one another. The skilled artisan would appreci-
ate the contemplated context of the teachings found in the
appendices, e.g., in light of overlapping technical discussion.
These and other modifications and changes do not depart
from the true spirit and scope of the present disclosure.

What is claimed is:

1. A method comprising:

generating an arterial stiffness measurement by

in a body scale including and integrating a first sensor,
using the first sensor to capture, while a user is stand-
ing on the body scale, a BCG (ballistocardiogram) or
hand-to-hand impedance cardiogram T1 signal that is
indicative of mechanical movement of blood through
a user’s aorta and that is indicative of a proximal
cardiogram timepoint or a T1 carotid timepoint;

using a second sensor to detect a pressure pulse at a
location sufficiently distal to the user’s aorta to allow
a determination of arterial pulse wave velocity; and

using logic circuitry to determine the arterial pulse wave
velocity by calculating timings corresponding to the
T1 signal and a timing of the pressure pulse.

2. The method of claim 1, wherein using a second sensor to
detect the pressure pulse includes detecting the pressure pulse
at a user’s limb.

3. The method of claim 1, wherein using the first sensor to
capture the BCG signal includes measuring variations in
downward pressure exerted by the user’s feet.

4. The method of claim 1, further including using the logic
circuitry to determine blood pressure changes of the user by
using a predetermined relationship between pulse wave
velocity and blood pressure changes.

5. The method of claim 1, wherein the body scale further
includes:

an integrated visual display to communicate aspects of

circulatory function to the user; and

a wireless communication interface configured to provide

raw data and computed physiological parameters to care
providers.

6. The method of claim 1, further including using the
arterial stiffness measurement as an indication of a degree to
which an arterial wall is hardened and at least partly based on
this indication, assessing the user as having one or more of a
plurality of cardiovascular disorders and complications
including: increased blood pressure, left ventricular hypertro-
phy, myocardial infarction, stroke and renal failure.

7. The method of claim 1, wherein the first sensor is used to
measure, while the user is standing on the body scale, mul-
tiple signals in the user, wherein each of the multiple signals
have their origin at two different locations in the body, and
using the multiple signals for determining arterial stiffness.

8. The method of claim 1, wherein the first sensor is a part
of'a BCG sensor and further including using the BCG sensor
to capture a BCG signal from the user, and wherein the second
sensor is configured and arranged to detect blood pressure
pulse travel time at the user’s feet, the first sensor and second
sensor being used to determine a characteristic of the user’s
distal arterial stiffness.

9. The method of claim 1, wherein the second sensor is
configured and arranged to detect blood pressure pulse travel
time at the user’s extremity locations, including at least one
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member of the feet and hands, to determine differential char-
acteristics of the user’s arterial stiffness along different
branches and further including using a computer-processor
circuit as part of the logic circuitry, wherein the computer-
processor circuit uses outputs from at least one of the sensors
to determine estimates of overall circulatory function of the
user along the different arterial branches and to provide esti-
mates of arterial stiffness of intermediate segments.

10. The method of claim 1, further including: using the
arterial stiffness measurement to determine brachial and cen-
tral pressure differences of the user; and based on a measured
indication of peripheral blood pressure and the arterial stift-
ness measurement, determining central aortic blood pressure
of the user.

11. The method of claim 1, wherein further including using
an algorithm for deriving intermediate arterial stiffness val-
ues from combining central plus peripheral measurements of
BCG and foot PPG.

12. The method of claim 1, wherein the second sensor
detects the pressure pulse while the user is in a standing or
upright position.

13. The method of claim 1, further including repeating the
step of generating an arterial stiffness measurement in order
to generate respective multiple arterial stiffness measure-
ments, and then using the multiple arterial stiftness measure-
ments to characterize or assess aberrant central hemodynamic
properties of the user.

14. The method of claim 1, wherein the user is considered
hypertensive or in antihypertensive treatment, and further
including using the arterial stiffness measurement to detect
changes in arterial elasticity and other hemodynamic proper-
ties of the user.

15. The method of claim 1, further including using the
arterial stiffness measurement to detect changes in arterial
elasticity and other hemodynamic properties of the user and
providing prognostic and diagnostic data for the user as an
indication of elevated blood pressure.

16. The method of claim 1, further including determining,
using the logic circuitry, a measurement of the Carotid-Femo-
ral Pulse Wave Velocity (cfPWV) to quantify the arterial
stiffness of the user.

17. The method of claim 1, further including using the T1
signal and a T2 timepoint to calculate arterial vascular stiff-
ness.

18. The method of claim 1, further including estimating
arterial stiffness indirectly by measuring the pulse wave
velocity (PWV) along the artery based on mathematic rela-
tionships between wave speed (c) to vessel wall elastic modu-
Ius (E), wall thickness (t), diameter (D), and blood density
©)-

19. The method of claim 1, further including using the
arterial stiffness measurement as part of a prognostic or diag-
nostic for management of the user’s cardiovascular risk.

20. The method of claim 1, further including using the
arterial stiffness measurement and the body scale to carry out
longitudinal trending of the user’s arterial stiffness.

21. The method of claim 1, further including assessing the
user’s cardiovascular risk by using the arterial stiffness mea-
surement and by determining the user’s arterial stiffness and/
or elasticity through multiple pulse wave velocity measure-
ments.

22. The method of claim 1, further including the steps of:
using the first sensor and the second sensor to measure at least
one other timepoint; determining aortic vascular stiffness
based on the T1 signal and the at least one other timepoint;
and using data concerning velocity in the central aorta and
velocity in the peripheral arteries to assess changes in vascu-
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lar stiffness in the aorta and to evaluate efficacy of anti-
hypertension drugs working on vascular tone.

23. The method of claim 1, further including the steps of:
using the first sensor and the second sensor to measure at least
one other timepoint; determining aortic vascular stiffness
based on the T1 signal and the at least one other timepoint;
and using data concerning velocity in the central aorta and
velocity in peripheral arteries of the user to evaluate efficacy
of anti-hypertension drugs working on vascular tone.

24. The method of claim 1, further including using BCG
timing as a start of a pulse wave of the user and measuring
peripheral stiffness and central vascular stiffness for charac-
terization of an arterial pressure mismatch.

25. The method of claim 1, wherein the body scale has a
limited mechanical frequency response that is set as a func-
tion of physical stiffness of the scale and coupling of the scale
to the floor, wherein the limited mechanical frequency
enables the first sensor and the second sensor to obtain signals
concerning relevant information in the bandwidth in a range
of approximately 0-20 Hertz, and further including process-
ing the obtained signals by filtering frequency content outside
of this range.

26. The method of claim 1, further including verifying the
step of generating an arterial stiffness measurement by per-
forming continuous blood pressure measurements using a
Valsalva maneuver, wherein the maneuver is divided into
three intervals: (1) rest, (2) strain, and (3) release, and wherein
the rest interval depicts normal blood pressure.

27. The method of claim 1, further including using the
arterial stiffness measurement to manage hypertension by
monitoring blood pressure change based on a relationship
between the arterial stiffness measurement and elastic modu-
Ius of a vessel and pressure in the vessel, wherein a PWV
measurement is used as a correlative parameter for blood
pressure change based on BCG and foot PPG signals obtained
while the user is standing on the body scale.

28. The method of claim 1, further including obtaining
simultaneously, at the feet while the user is standing on the
scale, both BCG and PPG measurements for the determina-
tion of arterial stiffhess/elasticity.

29. The method of claim 1, further including repeating the
step of generating the arterial stiffness measurement and fur-
ther including associating each of the arterial stiffness mea-
surements to one of a plurality of postures of the user for
which measurements are taken.

30. The method of claim 1, wherein the logic circuitry
includes a computer-processor circuit programmed and
arranged with an algorithm configured to process heart and
vascular signals and to determine therefrom heart and vascu-
lar function characteristics of the user based upon data
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obtained from the first sensor and the second sensor, wherein
the first sensor includes a force-detection circuit to detect
weight or weight variances of the user and wherein the second
sensor includes circuitry configured and arranged to generate
data that is used as a parameter of the algorithm.

31. A method comprising:

generating an arterial stiffness measurement by

in a body scale including and integrating a first sensor,
using the first sensor to capture, while a user is stand-
ing on the body scale, a BCG (ballistocardiogram) or
hand-to-hand impedance cardiogram reference signal
that is indicative of mechanical movement of blood
through a user’s aorta and that is indicative of a proxi-
mal cardiogram timepoint or a carotid timepoint;

using a second sensor to detect a pressure pulse at a
location sufficiently distal to the user’s aorta to assess
or approximate an arterial pulse wave velocity; and

using logic circuitry to assess the arterial pulse wave
velocity by calculating timings corresponding to the
cardiogram reference signal and a timing of the pres-
sure pulse at said location.

32. The method of claim 31, wherein the arterial pulse
wave velocity is a central arterial pulse wave velocity and
further including using circuitry in each of the first sensor, the
second sensor and the logic circuitry cooperatively to assess
the central arterial pulse wave velocity.

33. The method of claim 31, wherein the first sensor
includes circuitry arranged to capture a signal indicative of
physical movement and/or mechanical output of the heart of
the user while the user is standing on the body scale, and the
first sensor is used as part of a BCG capture method, the
second sensor includes circuitry and is used at a location
along the brachial, radial or finger, and wherein the logic
circuitry determine differences indicative of pressure difter-
ences between central arterial pressure and pressure in the
brachial, radial or finger.

34. The method of claim 31, further including using the
logic circuitry cooperatively to assess the central arterial
pulse wave velocity based on the user’s standing position
altering hemodynamic loads on the arteries in such a manner,
and based on patient information including at least one of the
user’s age and the user’s gender.

35. The method of claim 31, further including using the
first sensor, the second sensor and the logic circuitry coop-
eratively to assess the arterial pulse wave velocity based on an
association correspondence between measurements relative
to a portion of the user’s aortic arch, and central pressure-
induced forces associated with the arterial pulse wave veloc-

ity.



